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In this article, the recently installed high resolution multiposition Thomson scattering ~TS! system
of the TEXTOR tokamak is presented. Light from a pulsed ruby laser is scattered by the free
electrons of the plasma and transmitted by fiber optics to a polychromator for spectral analysis. The
Doppler broadened spectrum of the scattered light is analyzed with a Littrow spectrometer, detected
with an image intensifier, and recorded with two intensified charge coupled device cameras. Values
of the electron temperature (Te) in the range of 50 eV up to 4 keV can be measured at 450 spatial
elements of 2 mm along a chord of 900 mm, with a resolution of 8 mm. The observational error on
Te was found to be ,3% at an electron density (ne) of 3.531019 m23 using a laser energy of ;8
J. These features make—to our knowledge—the multiposition TS system of TEXTOR to be the one
with the highest spatial and spectral resolution in the world. In this article the first results of this
powerful diagnostic will be presented. © 2001 American Institute of Physics.
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The Torus Experiment for Technology Oriented Re-
search ~TEXTOR! is a tokamak with a major plasma radius
of 1.75 m and a minor radius of 0.46 m, with a toroidal
magnetic field on axis of 2.6 T and Ip<500 kA. The Dutch
Thomson Scattering ~TS! team of FOM Rijnhuizen has de-
signed and built a multiposition TS system for TEXTOR in
cooperation with the IPP staff. This TS system is a further
improvement of the TS system used on the former Rijnhui-
zen Tokamak Project ~RTP!1 and of the system in operation
on the TJ-II stellarator.2 The multiposition recording of these
so-called TV systems is based on the use of two-dimensional
charge coupled device ~CCD! cameras, like on the previous
Tokamak Fusion Test Reactor3 and the present JFT-2M4 and
Mega-Ampere Spherical Tokamak ~MAST!5 systems. Con-
trary to the systems of RTP and TJ-II, fiber optics was ap-
plied instead of conventional optics to guide scattered light
from the plasma to the polychromator and the detection sys-
tem outside the tokamak area. This modification was neces-
sary to protect the vulnerable detection system against the
high x-ray and neutron levels inside the biological shield.
The TS system can be split up into the laser beam, the
detection, and the data acquisition subsystems, which are
described in Sections II, III, and VI. The performance of the
complete system is presented in Sec. IV, calibration, in Sec.
V, and first results in and Sec. VII.
II. LASER BEAM PATH
In Fig. 1 the schematic layout the of the complete TS
system is shown. Light of a Q-switched ruby laser is injected
into the plasma along a vertical line. Long entrance and exit
tubes containing a series of light baffles are used to suppress
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the tokamak only serve as a viewing dump for the central
part of the laser chord.
The collected scattered light from a laser chord of 900
mm is transmitted via a fiber array over a distance of 28 m to
a Littrow polychromator for analysis and detection. The ruby
laser, a Lumonics PDS2 system, consists of a single-mode
oscillator cavity and three amplifier stages, giving an output
pulse of <25 J during 15 ns full width at half maximum
~FWHM! at 694.3 nm, or twice 12.5 J in double pulse op-
eration. The beam divergence is very low: 90% of the energy
is kept within 0.4 mrad. Three motor-controlled 90° mirrors
of 3 in. diameter are used to guide the laser beam to the
entrance tube along a path of 18 m. The entrance and exit
tubes have lengths of 4.0 and 3.7 m, respectively. The beam
diameter at both windows is equal to ;32 mm, resulting in
an average energy density of 3 J/cm2 at 25 J output, which is
sufficiently lower than the safety limit of 5 J/cm2. This ad-
ditional safety factor was taken into account because of the
slightly hollow beam profile in the far field. The laser beam
is focused by a telescope ( f 54.3 m) to a spot of ;1.5 mm at
the center of the observational chord. Due to the small diver-
gence of the beam in the vessel ~;8 mrad! the laser beam
diameter is ;5 mm at the ends of the observational chord.
Behind the output window the laser beam is dumped by
a neutral glass filter ~Schott RG 1000! placed under 45°. A
beam splitter reflects a small fraction (,1024) of the beam
into a small integrating sphere, where some light is picked up
by a fiber. The exit face of this laser monitor fiber is imaged
onto the intensified CCD cameras ~Fig. 2, item 12! to make a
relative measurement of the laser energy.
A small fraction ~;0.2%! of the laser oscillator beam is
led via a fiber to the spectrometer to trigger the gate pulse of
the image intensifier power supply. In this way the intensifier
can be gated open ;5–10 ns before the scattered light ar-
rives at the cathode of the image intensifier, including an8 © 2001 American Institute of Physics
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this optical synchronization the gate width could be kept as
short as 40 ns, independent of laser energy and jitter.
III. DETECTION SYSTEM
In Fig. 2 the basic elements of the detection branch are
shown: relay optics, polychromator, and detection system.
Scattered light is collected by a six-element viewing lens
~Fig. 1! after passing a quartz vacuum window. During wall
conditioning this window is protected by a mechanical shut-
ter. A polarizer is used to suppress plasma and vessel stray
light by a factor of 2. The laser beam is imaged by a six
element lens system6 onto the entrance head of a fiber
bundle,7 with a magnification of M view50.152. The fiber ar-
ray consists of 30 separate bundles with flat entrance and exit
FIG. 1. Layout of the TEXTOR Thomson scattering system.
FIG. 2. Layout of the detection branch of the TEXTOR multiposition Th-
omson scattering system.Downloaded 21 Dec 2006 to 134.94.122.39. Redistribution subject tsurfaces. Each bundle consists of 2033 fibers ~0.21 core and
0.23 mm cladding diameter!, sorted in both directions. At the
input and output side these bundles are arranged along an arc
and such that their principal rays are perpendicular to the
curved image (R5192.8 mm) and object ~140.42 mm!
planes, respectively. At the output side the height of the fiber
array is reduced and the width is increased by a factor of 2,
thus enlarging the solid angle of the viewing lens by a factor
of 4. A seven-element lens system ~Fig. 2, item 2! images the
fiber output onto the entrance slit of the spectrometer, with a
magnification of M relay53.87. A doublet field lens ~item 3!
images the exit pupil of the relay lens at the grating surface.
Although this field lens has a negative effect on the field
curvature the spot size at the entrance slit is still rather small
~,0.05 mm FWHM along the full slit height!.
Spectral analysis is performed by a flat grating posi-
tioned in the Littrow setup ~item 6!. This configuration en-
ables the use of a rather large linear etendue without intro-
ducing vignetting losses. In our case a slit height of 260 mm
is combined with a full angle of 85 mrad. The entrance slit
~item 4! has a width of 4 mm and is located just behind the
two-part spectral mirror ~item 7! with a central gap of 11
mm. Collimation of input light and focusing of diffracted
light are performed by a Littrow triplet 1:10/948 mm ~item
5!. The grating is oriented such that light at the laser wave-
length returns along its original path. In this way vessel stray
light is suppressed ~see Sec. IV!. The spectrum is projected
onto a two-part spherical mirror (R52780 mm) which
serves for pupil imaging. Finally, the spectral image at the
mirror of 2603200 mm2 is imaged at the cathode of the de-
tector by a camera objective ~Canon 1.0/50 mm! using a
magnification of 0.09. The resulting rectangular image ~of
23.4318 mm! is cut off at the four edges since the image
intensifier only accepts a diameter of 25 mm. As a result the
usable mirror width at the extreme z positions is only 100
mm. This will be no problem since these mirror parts receive
scattered light from the plasma edge which normally has low
temperatures. The spectral range of the spectrometer runs
from 585 to 800 nm.
Detection of the scattered light is performed by a Gen-
eration III extended-blue GaAsP image intensifier ~item 9!
with a diameter of 25 mm.8 The cathode has a quantum
efficiency of ;30% at 700 nm, while the tube efficiency
including the microchannel plate noise amounts to h intensifier
;18%. A Rodenstock 1.2/95 mm objective, a 50% beam-
splitter in combination with two 0.95/64 mm objectives
~items 10 and 11! are used to image the P20 output screen of
the GEN III image intensifier onto the cathodes of two in-
tensified CCD cameras. These two Instaspec V cameras ~An-
dor Technology! combine a 25 mm Generation II image in-
tensifier ~quantum efficiency of ;15% and a noise factor of
;2! and a 1.5:1 fiberoptic taper with a CCD of 5763385
pixels each 22 mm large (12.6738.47 mm2). The coupling
efficiency of the Rodenstock tandem system and the beam-
splitter results in a 5% yield for each detector branch. The
intensifiers of the intensified CCD cameras are gated open
during ;1 ms for single instance observation and during 20
ms for double pulse measurements.9
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0.0133 rad along the wavelength direction. This tilt is cor-
rected for by a corresponding rotation of the complete detec-
tion system behind the Canon such that the cathode of the
GEN III image intensifier coincides with the image plane of
the Canon. Light picked up by the laser monitor fiber is
imaged via an achromatic doublet ~not shown in Fig. 2!, two
of the Rodenstock lens systems, and the beamsplitter at the
cathode of both intensified CCD cameras.
IV. OPTICAL PROPERTIES
In this section we summarize the most important optical
properties of the system: the overall transmission, the reso-
lution, and the stray light ratio of the spectrometer.
The overall transmission of 15% was estimated from the
transmission values of the individual components: quartz
window ~92%!; relay system ~including viewing lens, fiber,
and relay lens: 50%!, Littrow spectrometer ~50%! and Canon
objective ~65%!. Note, the high transmission of the relay
system, which includes 28 antireflection-coated lens surfaces
and 28 m fiber. In- and out-coupling losses of the fiber heads
were decreased by the application of coated contact lenses.
The contact surface of these lenses has the same curvature as
the fiber heads. Optical contact is realized by means of fiber
coupling gel. In case of the output side of the fiber array, this
contact lens also serves as a field corrector.
The spatial and spectral resolutions of the system have
been determined using ray tracing results for the viewing and
spectrometer optics together with the measured resolution of
the Canon objective. The final spot sizes at the position of
the CCD chip for a narrow spectrometer entrance slit of
,0.1 mm are estimated to be 70 mm in the spatial and 60
mm in the wavelength direction along the full image field.
Including a CCD resolution of 2 pixels these spots corre-
spond to 3.8 and 3.4 pixels, respectively. The measured spa-
tial resolution was found to be ;4 pixels, corresponding to 8
mm in the plasma; while the spectral resolution appeared to
be ;3.5 pixels, corresponding to 2.2 nm. However, the spec-
tral resolution for a slit width of 4 mm equals 7 pixels, giving
a channel width of 4.5 nm.
A laser diode ~670 nm! and a set of diffusers in front of
the viewing triplet result in a rather homogeneous illumina-
tion of the full slit height. This source was used to measure
the stray light ratio of the spectrometer for a grating orienta-
tion where the wavelength of the laser diode returns into the
slit again. A typical stray light ratio of ;1025 adjacent to the
central gap, decaying to ;1026 at the edge of the spectrum,
was found. Therefore, a spectral element close to the gap
records ;1025 of the total vessel stray light entering the
spectrometer. Because of the large vessel stray light level
~see Sec. V! a notch filter is placed in front of the camera
objective ~Fig. 2, item 8! to reach an additional suppression
of 1022 – 1025 depending on the angle of incidence. The
transmission outside the notch area of 20 nm is larger than
85%. In this way the residual stray light level was kept well
below the CCD noise level of 2 counts.Downloaded 21 Dec 2006 to 134.94.122.39. Redistribution subject tV. CALIBRATION
For the wavelength calibration of the spectrometer He
and Ar spectral lamps with suitable lines at 587.56, 667.82,
706.52, and 764.46 nm are used. Relative calibration of the
system is performed with a tungsten lamp (T52685 K) to-
gether with an integrating sphere in front of the viewing
triplet. The typical calibration curve is rather flat, after nor-
malization to ;1 at the laser wavelength it increases to 1.5 at
the edges of the spectral range ~Fig. 3!.
The correspondingly decrease in sensitivity of the sys-
tem at the edge of the spectral range is ascribed to vignetting,
the grating efficiency, and the quantum efficiency of the im-
age intensifier.
Rayleigh scattering on nitrogen was used to make an
absolute calibration of the system. An attenuator in the laser
beam and a rather high filling pressure (p516 mbar) were
used to perform Rayleigh scattering measurements against a
rather large vessel stray light level ~see Fig. 4!.
From these measurements the absolute sensitivity was
found to be 10 850 at the plasma center, decreasing to ;8000
counts/pixel J Torr N2 at z56450 mm. This decrease in
Rayleigh signal shows that the vignetting of the complete
system is ;30%, which is partly ascribed to the viewing and
relay optics and partly to the Canon objective ~15%!.
The number of the detected photoelectrons can be calculated
from the scattering formula
Npe5
E laser
hv0
DLVnesTtoverallh intensifierhslit , ~1!
where the symbols and their values are defined in Table I.
FIG. 3. Relative calibration factors for z50 mm.
FIG. 4. Vessel stray light equivalent ~in Torr N2! along the observational
chord.o AIP license or copyright, see http://rsi.aip.org/rsi/copyright.jsp
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energy of 1 J of which about 90% reaches the scattering
volume. The length of the scattering volume was taken equal
to the FWHM of the z resolution. From Table I we find
Npe5781 photoelectrons/count Torr N2. Together with the
Rayleigh signal ~summed over 4 pixels! one finds the con-
version factor for the complete detector of 68 counts/
photoelectron. For a typical plasma density of 2.5
31019 m23 and a laser energy of 10 J we expect Npe
52200 photoelectrons for each spatial element, giving a
relative error for the density of ;2%.
VI. DATA HANDLING
The signals of the intensified CCD cameras are sent to a
VME based work station and stored into a data base. Raw
signals are corrected for detector offset and optical distortion
introduced by the tilt of the two-part mirror. After applica-
tion of the wavelength and position calibration the signals
are multiplied with the relative sensitivity calibration factors.
Values of Te and ne are determined by fitting the full rela-
tivistic spectral distribution10 to the scattering spectra.
VII. FIRST RESULTS
After five months of installation—spread over 1 yr—the
first high resolution TS results on TEXTOR were obtained in
March 2000. In Fig. 5 a typical spectrum of one spatial ele-
ment (Dz52 mm) is shown. In Fig. 6 Te , ne , and pe pro-
files sampled with 445 spatial points are displayed. The rela-
tive errors on ne and Te for a Te range of 0.2–1.7 keV are
3% and 5%, respectively. Using Eq. ~1! inserting an ^ne&
;3.531019 m23, the statistical error on ne is expected to be
;2%, showing that the system performance agrees well with
the design values. During the first two months of operation
the high resolution TS system, observations of filaments,
transport barriers, and magnetic islands were done. Of the
latter a nice example is displayed in Fig. 6, even showing the
density profile within the magnetic island resolved in 75 spa-
tial points.
VIII. DISCUSSION
After 2 yrs of design, construction, and installation the
high resolution multiposition TS system of TEXTOR was
successfully brought into operation. The setup of the system
is comparable to that of the TJ-II stellarator in operation at
TABLE I. Summary of the system parameters used to calculate the number
of detected photoelectrons for Rayleigh scattering.
Symbol Description Quantity Unit
E laser Laser energy at the scattering volume 0.88 J
hv Photon energy 2.86310219 J
DL Length of the sampling volume ~4 pixels! 8.031023 m
V Solid angle 1.8831023 sr
toverall Overall transmission 0.15
h intensifier Efficiency of the image intensifier 0.18
sT Differential Thomson cross section 7.94310230 m2/sr
ne Equivalent electron density for 1 Torr N2 8.7031019 m23
hslit Throughput of the slit 0.9
Npe Number of photoelectrons 781Downloaded 21 Dec 2006 to 134.94.122.39. Redistribution subject tCIEMAT ~Madrid! since 1998. The most remarkable differ-
ence between the TJ-II and the TEXTOR systems is the ap-
plication of sorted fibers to relay the scattered light from the
plasma device outside the biological shield to the spectrom-
eter. Although the transmission of the TEXTOR system
FIG. 5. Thomson scattering spectrum of one spatial element (Dz52 mm) at
ne;731019 m23. Dots refer to spectral points used for the fit, open circles
to unused spectral points. Note, the low level of Ha light at 653 nm. Laser
energy of 8.4 J.
FIG. 6. Te , ne and pe profiles sampled with 445 spatial points, showing
distinct m/n52/1 magnetic islands at z;6350 mm. Clearly, the density
profiles within the magnetic island can be seen. Laser energy of 8.4 J.o AIP license or copyright, see http://rsi.aip.org/rsi/copyright.jsp
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net signal yield is only 15% less. This can be understood
from the larger scattering volume ~2.53! and the smaller
solid angle ~0.723!. The first results stress that high resolu-
tion TS is an indispensable tool for the research of thermo-
nuclear plasmas.
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